Hand-held optical imager (Gen-2): improved instrumentation and target detectability

Jean Gonzalez
Joseph DeCerce
Sarah J. Erickson
Sergio L. Martinez
Annie Nunez
Manuela Roman
Barbara Traub
Cecilia A. Flores
Seigbeh M. Roberts
Estrella Hernandez
Wenceslao Aguirre
Richard Kiszonas
Anuradha Godavarty
Hand-held optical imager (Gen-2): improved instrumentation and target detectability

Jean Gonzalez,\textsuperscript{a} Joseph DeCerce,\textsuperscript{a} Sarah J. Erickson,\textsuperscript{a} Sergio L. Martinez,\textsuperscript{a} Annie Nunez,\textsuperscript{a} Manuela Roman,\textsuperscript{a} Barbara Traub,\textsuperscript{b} Cecilia A. Flores,\textsuperscript{a} Seigebh M. Roberts,\textsuperscript{a} Estrella Hernandez,\textsuperscript{a} Wenceslao Aguirre,\textsuperscript{a}
Richard Kiszonas,\textsuperscript{b} and Anuradha Godavarty\textsuperscript{a}

\textsuperscript{a}Florida International University, Department of Biomedical Engineering, Optical Imaging Laboratory, Miami, Florida 33174
\textsuperscript{b}Sylvester Comprehensive Cancer Center, Breast Imaging Division, Miami, Florida 33136

Abstract. Hand-held optical imagers are developed by various researchers towards reflectance-based spectroscopic imaging of breast cancer. Recently, a Gen-1 handheld optical imager was developed with capabilities to perform two-dimensional (2-D) spectroscopic as well as three-dimensional (3-D) tomographic imaging studies. However, the imager was bulky with poor surface contact (~30\%) along curved tissues, and limited sensitivity to detect targets consistently. Herein, a Gen-2 hand-held optical imager that overcame the above limitations of the Gen-1 imager has been developed and the instrumentation described. The Gen-2 hand-held imager is less bulky, portable, and has improved surface contact (~86\%) on curved tissues. Additionally, the forked probe head design is capable of simultaneous bilateral reflectance imaging of both breast tissues, and also transillumination imaging of a single breast tissue. Experimental studies were performed on tissue phantoms to demonstrate the improved sensitivity in detecting targets using the Gen-2 imager. The improved instrumentation of the Gen-2 imager allowed detection of targets independent of their location with respect to the illumination points, unlike in Gen-1 imager. The developed imager has potential for future clinical breast imaging with enhanced sensitivity, via both reflectance and transillumination imaging.

Keywords: diffuse optical imaging; near-infrared; hand-held device; breast imaging.

Paper 11599SS received Oct. 13, 2011; revised manuscript received Feb. 27, 2012; accepted for publication Mar. 12, 2012; published online May 15, 2012.

1 Introduction

Over the past 25 years, near-infrared (NIR) optical imaging approaches have been developed for breast cancer diagnosis based upon the endogenous absorption contrast owing to the nonspecific process of angiogenesis, in order to discriminate normal from diseased tissues.\textsuperscript{1–6}

In recent years, hand-held based optical imaging systems employing the surface reflectance-based imaging configuration were developed in an attempt to translate the technology to the clinic, with maximum patient comfort and portability (against bulky optical imagers available). The hand-held optical imagers available to date\textsuperscript{7–24} have only flat probe heads (Table 1), which limit them from: (i) contouring to tissue curvatures with good surface contact, and (ii) obtaining depth information, due to lack of transillumination measurements (since they obtain only reflectance measurements). In addition, these imagers have not demonstrated three-dimensional (3-D) optical tomography (with or without fluorescence), and their application has been limited to in\textit{ vitro} spectroscopic measurements of physiological properties\textsuperscript{21,23,25–27} and two-dimensional (2-D) target localization (without tomographic analysis).\textsuperscript{19,20,27} In order to successfully reconstruct a lesion size and location in three dimensions, \textit{a priori} information from another imaging modality (e.g., ultrasound) was required.\textsuperscript{25,26}

A novel (Generation-1 or Gen-1) hand-held optical imager was recently developed in our Optical Imaging Laboratory\textsuperscript{23,27} (see Fig. 1). The unique features of this hand-held imager include: (i) flexibility of the hand-held probe to image large surface areas (5 × 10 cm\textsuperscript{2}) and different tissue curvatures (0 to 45 deg) rapidly; (ii) ability to perform simultaneous multiple point illumination and collection of optical signals from large tissue surfaces rapidly; (ii) performance of reflectance imaging from the hand-held design, similar to ultrasound; and (iii) ability to perform 3-D tomographic imaging (using the tracked positional information of the probe during imaging). The Gen-1 imager is also capable of performing continuous-wave and frequency-domain imaging. The feasibility towards 2-D surface mapping and 3-D tomographic imaging has been demonstrated on cubical tissue phantoms.\textsuperscript{28–30}

However, the Gen-1 optical imager was limited by the following features: (i) the segmented three-piece design of the probe head does not have a smooth tissue-probe contact, causing noisy or no signals at all at the interface of the segments. This in turn leads to false positive results (unpublished work) from specularly reflected signals due to sharp edges. (ii) A single probe head, although flexible to curve up to 45 deg, is not capable of collecting effective transillumination images towards improved target depth recovery. (iii) An aluminum-based probe head is not patient comfortable (i.e., metal feels cold to skin), when it contacts the tissue. (iv) The design is bulky, making it difficult to hold the probe by the operator. (v) Large probe head area causes tension to the fibers upon flexing the probe to image tissue curvatures. (vi) Non-uniform distribution of the simultaneously illuminated sources causes poor target detectability near weaker sources.

Address all correspondence to: Anuradha Godavarty, Florida International University, Department of Biomedical Engineering, Optical Imaging Laboratory, Miami, Florida 33174. Tel: +305 348 7340; Fax: +305 348 6954; E-mail: godavart@fiu.edu

Journal of Biomedical Optics 081402-1 August 2012 • Vol. 17(8)
In summary, the Gen-1 imager was not only bulky and less patient comfortable, but was also challenging for \textit{in vivo} clinical applications being limited from imaging breast curvatures with good surface contact. Herein, a generation-2 (Gen-2) hand-held optical imager is developed as a portable device with improved features appropriate towards (future) \textit{in vivo} breast imaging studies and clinical translation of the technology. In the following sections, the instrumentation development of the imager is described. The effect of the improved instrumentation in enhancing target detectability is experimentally validated from tissue phantom studies and the potential clinical applications of the device are highlighted.

2 Materials and Methods

2.1 Instrumentation (Gen-2 Hand-Held Probe)

A Gen-2 hand-held probe has been developed with features that would overcome the limitations of Gen-1 hand-held probe

### Table 1

Comparison of existing imagers and our (Gen-1) hand-held optical imager.

<table>
<thead>
<tr>
<th>Existing hand-held optical imagers (by other research groups)</th>
<th>Our (Gen-1) hand-held optical imager</th>
</tr>
</thead>
<tbody>
<tr>
<td>Have flat probe heads that cannot contour to tissue curvatures.</td>
<td>Has a flexible probe head to contour along tissue curvatures.</td>
</tr>
<tr>
<td>Obtains only reflectance measurements, which limits depth information.</td>
<td>Obtains reflectance &amp; transillumination measurements, from the flexible probe head design, towards greater depth information.</td>
</tr>
<tr>
<td>Uses limited sources-detectors (~16 max to date) for surface imaging of small areas.</td>
<td>Uses multiple sources-detectors (~165) towards tomographic imaging of large volumes.</td>
</tr>
<tr>
<td>Provide 2-D images with no positional coregistration onto tissue.</td>
<td>Provides 2-D/3-D coregistered images in real-time using a motion tracker.</td>
</tr>
<tr>
<td>Demonstrated 2D/3D tomography only when used along with ultrasound.</td>
<td>Demonstrated 3-D tomographic imaging on tissue phantoms (to date) with out a 2nd imaging modality.</td>
</tr>
<tr>
<td>Provides only spectroscopic information.</td>
<td>Provides 3-D volumetric information towards diagnostic imaging applications.</td>
</tr>
</tbody>
</table>

![Fig. 1](a) The Gen-1 hand-held probe consisting of six source fibers and 165 detection fibers; (b) The benchtop Gen-1 hand-held optical imager consisting of the hand-held probe, laser source system, ICCD detector system, and pertinent electrical components.

### Table 2

Comparison of the Gen-1 and Gen-2 hand-held optical probe (developed at the Optical Imaging Laboratory).

<table>
<thead>
<tr>
<th>Gen-1 Hand-held probe</th>
<th>Gen-2 Hand-held probe</th>
</tr>
</thead>
<tbody>
<tr>
<td>Segment 3-piece probe head design does not have good surface contact to curved surfaces.</td>
<td>A smooth contour to probe head design for maximum curved tissue surface contact</td>
</tr>
<tr>
<td>Not capable of collecting trans-illumination measurements towards improved depth recovery.</td>
<td>A forked probe head design with two probe heads that facilitates trans-illumination data acquisition</td>
</tr>
<tr>
<td>Aluminum-based probe heads is not patient comfortable upon tissue contact</td>
<td>A silicone-based probe head region(s) that directly contact the tissue surface</td>
</tr>
<tr>
<td>Large probe head area that introduced tension in the fibers upon flexing the probe to its curved position</td>
<td>A forked probe head design, with two probe heads of smaller surface areas</td>
</tr>
<tr>
<td>Bulky design to hold the probe during imaging studies</td>
<td>A smaller probe holder towards an actual hand-held size.</td>
</tr>
</tbody>
</table>
A forked probe design, such that there are two smaller area probe heads in its curved position, consisting of three source fibers and 96 detector fibers in each probe head. The total area of the respective probe plate that is imaged is estimated from the radius of the circle ($R$), and the surface contact area ($A_{\text{contact}}$) for a single probe plate is estimated using the equation below,

$$A_{\text{Contact}} = \frac{C_{\text{probe}}}{C_{\text{phantom}}} \times A_{\text{probe}}. \quad (1)$$

where $C_{\text{probe}}$ and $C_{\text{phantom}}$ are the radius of curvatures of the each large probe plate and cylindrical phantom (in cm), respectively. The cylindrical phantom’s curvature $C_{\text{phantom}}$ (i.e., $1/R_{\text{phantom}}$) is 0.154 cm$^{-1}$, based on its 6.5 cm radius ($R_{\text{phantom}}$). $A_{\text{probe}}$ is the surface area of the respective probe plate that is imaged (cm$^2$). The total surface area contact is the summation of three probe plates’ contact area (for Gen-1 and Gen-2 probes). From this experimental approach, the total surface contact areas for Gen-1 and Gen-2 probe heads was determined to be ~30% and 86% respectively. The experiments were performed using a 13-cm-diameter solid cylindrical phantom. The probes were adjusted to their maximum allowable curvature as appropriate for the cylindrical phantom and placed in contact to its cylindrical surface. A white light digital image of the setup was acquired from the top view (see Fig. 3). The digitized image was converted to grayscale and a Sobel filter was applied in order to display only the edge information. Three points (or pixel locations) on each large probe plate (i.e., three probe plates each for Gen-1 and Gen-2’s single probe head) was determined and fitted to a circle. The curvature ($C_{\text{probe}} = 1/R$) of each fitted circle is estimated from the radius of the circle ($R$), and the surface contact area ($A_{\text{接触}}$) for a single probe plate is estimated using the equation below,
plates was used with an ink pad stamping approach onto the cylindrical phantom in order to measure the total contact area using Vernier calipers. This approach also provided similar values of effective surface contact area (i.e., ∼24% for Gen-1 and ∼84% for Gen-2 probe, respectively). On average, the Gen-2 probe has almost three times greater surface contact on a cylindrical phantom over the Gen-1 probe. Effective surface contact area was not obtained from human breast tissues, since the probe contact can change on the nonconforming soft tissues. This can cause inconsistency in the experimental data based on pressure applied onto the tissue. Although, the above study on a cylindrical phantom clearly demonstrates that Gen-2 probe has an improved surface contact over Gen-1 probe.

2.2 Instrumentation (Gen-2 Hand-Held Imager)

Unlike the benchtop-based Gen-1 optical imager, the Gen-2 optical imager is assembled such that it is a portable unit. The Gen-2 hand-held probe is coupled to a laser-diode based source system and an ICCD-based detector in a portable cart as shown in Fig. 2(c).

2.2.1 Laser-diode-based source system

The laser-diode-based source system in Gen-1 optical imager employed a custom-built collimation package consisting of a focusing lens and a diffuser28 in order to allow uniform intensity lasing of the six simultaneous sources. However, the design was not very successful as the collimator-diffuser package not only caused >90% intensity loss, but also caused the source strength distribution amongst all six fibers (of the source fiber bundle) to vary significantly (∼94% standard deviation). Herein, an alternate design is implemented towards achieving simultaneous multiple point sources with uniform source intensity distribution in the Gen-2 imager (see Fig. 4).

The design involved the use of six laser diodes that are simultaneously controlled (temperature and current) using a multi-channel laser diode current and temperature controller (Newport, Irvine, CA). An external RF splitter (Minicircuits, Brooklyn, NY) is used to generate six simultaneous RF signals from a single frequency synthesizer and inputted into the multi-channel laser diode controller (in order to allow frequency-domain based imaging as well, in future).

The turn ON/OFF of laser diodes during imaging is controlled remotely via custom-developed Labview software, such that simultaneous as well as sequential multipoint illumination is feasible. This source system design was able to achieve uniform source intensity illumination (with ∼3% standard deviation in output intensity across the six illumination points) (as shown in Fig. 5). Uniform source intensity illumination is essential in detecting deep or small volume targets that could otherwise be missed when the source intensity distribution varies significantly. This has been experimentally evaluated as described in Sec. 2.3.

2.2.2 ICCD-based detection system

A customized gain-modulated ICCD camera (PI-MAX II Princeton Instruments, Trenton, NJ) is used to simultaneously detect optical signals from all detector fibers (2 × 96) placed onto a single circular mount. The circular mount is connected to the ICCD camera via a C-mounted focusing lens (AF Nikkor

---

**Fig. 4** (a) Schematic of the Gen-2 hand-held optical imager as a continuous-wave imaging system. (b) The schematic of the laser diode based source system that allows uniform illumination from each point source. The source system is also capable of frequency-domain measurements via a frequency-synthesizer and an RF splitter (for future frequency-domain imaging studies).

**Fig. 5** (a) The source-detector layout of the Gen-1 hand-held probe, with all fibers spaced 0.5 cm apart. The typical output intensity from each of the six simultaneous illumination sources (solid red circles) is shown. The mean and standard deviation of output source light intensity is 1.02 ± 0.937 mW, making it a nonhomogenous source distribution. (b) The source-detector layout of each of the two probe heads of the Gen-2 imager. The typical output intensity from each of the (three each) simultaneous illumination sources (solid red circles) is shown. The mean and standard deviation of output source light intensity for the two probe heads is 2.01 ± 0.03 mW and 2.09 ± 0.06 mW, making it a homogenous source distribution.
50 mm f/1.8D). A lens assembly is placed between the focusing lens and ICCD camera, in order to hold appropriate optical filters (e.g., band pass, interference, holographic) during imaging studies.

The hand-held probe along with the source and detector system is assembled in a portable cart, mimicking a typical portable ultrasound-based imaging system. Currently, the Gen-2 imager is developed to operate in the continuous-wave mode, in order to acquire steady-state intensity images via custom-developed Labview based imaging software. In the future, appropriate instrumentation will be added to facilitate frequency-domain imaging, as in the Gen-1 imager [as shown in Fig. 4(b)].

2.3 Experimental Studies and Data Analysis

Experimental tissue phantom studies were performed in order to demonstrate the effectiveness of the Gen-2 hand-held optical imager over the Gen-1 imager in terms of its target detectability (that may be impacted from the uniformity or nonuniformity of source strength distribution). A cubical phantom of 10 × 10 × 10 cm3 was filled with 1% Liposyn solution (Hospira, Lake Forest, IL) with optical properties mimicking that of a breast tissue. A 0.45 cm3 (~0.95 cm diameter) tumor-simulating target filled with 0.08% (by volume) India Ink (an absorption contrast agent, added to increase the optical contrast between target and background) in 1% Liposyn solution was placed at various locations and a depth of 1.0 cm from the imaging surface. The absorption (μ_a) and reduced scattering coefficient (μ_s') of 1% Liposyn as measured using a homodyne single-pixel based frequency domain system (at 785 nm wavelength) was 0.1 ± 0.017 cm−1 and ~2.52 ± 0.23 cm−1, respectively (where μ_s' >> μ_a). The absorption coefficient of 0.08% India Ink was estimated using a spectrophotometer as −0.07 cm−1 at 785 nm wavelength. The reduced scattering coefficient (μ_s') of India Ink can vary between 4 and 20 cm−1 as reported by various researchers,31,32 and was challenging to estimate in our studies. The typical optical properties of human breast tissues33 are μ_a = 0.04 ± 0.02 cm−1, μ_s' = 8 ± 4 cm−1. Hence, the phantoms used in the current studies have similar optical properties of a human breast tissue.

Simultaneous multiple point illumination was carried out using both Gen-1 and Gen-2 imagers. Laser diodes at 785 nm wavelength were used at an output optical power ~2 mW in each source. Continuous-wave measurements of attenuated near-infrared signals were acquired by the ICCD-based detector in both the imagers. In Gen-1 and Gen-2 imager, the exposure time was set to 0.2 s and five repeated measurements were acquired (and averaged) at each probe location on the tissue phantom surface. Since the focus of this study was only to evaluate the effect of uniform source distribution on target detectability, only one probe head of the two heads were used during imaging studies in the Gen-2 imager. Prior to performing the imaging studies, the source strengths of the simultaneous sources were measured using an optical power meter (Thorlabs Inc., Newton, NJ).

The continuous-wave (CW) based raw intensity signals acquired by the detectors in both the imagers were postprocessed in order to determine the 2-D intensity distribution map of the imaged surface (as 2-D surface contour plots). Experimental studies were performed with the target placed at various locations, with respect to the source locations. For consistency, the target’s location was shifted horizontally in the x-axis, keeping its vertical position (y-axis) and depth (z-axis) constant, and optical signals were acquired at each of the target’s location. A subtraction-based approach was employed in order to minimize the background noise from the excitation leakage.29 In the subtraction approach, optical signals of the homogenous Liposyn phantom were acquired without the target(s), at the same experimental conditions as the experiments with the embedded targets. These background optical signals were subtracted from the respective optical signals acquired with the target in place. The results are shown as 2-D surface contour plots of the subtracted intensity signals in different experimental cases.

Quantitative analysis of the 2-D optical images was also performed in order to estimate the detected target location, distance off from true target location, detected target size, and measurement errors. The detected target location was determined as the [x, y] location with the maximum absorption intensity (from the subtracted intensity signals). The distance off between the true and detected 2-D target location was further calculated. The detected target size was estimated from average FWHM (full-width half max) value obtained across x- and y-axis independently (as measured at the detected target’s centroid). The measurement errors for each experimental case was estimated as the average standard deviation of the five repeated measurements of (detected) normalized optical intensity data obtained across all the detectors of the Gen-1 and Gen-2 probes.

3 Results and Discussion

The improvement of the Gen-1 hand-held optical imaging system in terms of the hand-held design, source illumination system, and the compactness of the system (from a benchtop setup) has led to the evolution of a more clinically applicable and portable Gen-2 hand-held optical imager. The effectiveness of the Gen-2 over Gen-1 imager towards improved 2-D target detectability is experimentally evaluated. The output powers of the simultaneous illuminating sources in both the generations of the hand-held imager are shown in Fig. 5. The source intensities in Gen-1 probe vary significantly across the six sources with a 94% standard deviation and an average power of 1.02 mW. In comparison, the Gen-2 probes have significantly consistent source intensities across the three sources in each probe head, with a 3% standard deviation and an average power of 2.01 mW.

Figure 6 shows the 2-D surface contour plots of the detected signals using the Gen-1 imager for two experimental cases, where the target was placed z = 1.0 cm deep, but at different x − y locations in the cubical phantom. Although experiments were performed at various target x-locations along the same y − z plane, only three experimental cases are shown here for brevity. When the target was located at [2, 2.5, 1] or [4, 2.5, 1] cm, it was closer to two relatively strong sources (2.169, 1.03, or 2.087 mW). The detected (and subtracted) optical signals were able to detect the target distinctly and closer to its true location [see Fig. 6(a) and 6(b) and cases 1 and 2 of Table 3]. On the contrary, when the target was located at [9, 2.5, 1] cm, it was closer to two relatively weaker sources (0.053 and 0.715 mW). The detected (and subtracted) optical signals could not detect the target [as seen from Fig. 6(c) and case 3 of Table 3]. This is possibly because the source signals attenuate exponentially and weaker sources may eventually lead to insensitive NIR signals from the targets. Hence, in spite of subtracting the background excitation leakage signals, the optical signals from the absorption-contrasted target are too weak to be detected by the ICCD camera.
Figure 7 shows the 2-D surface contour plots of the detected signals using Gen-2 imager (only one probe head used) for two experimental cases, where the target was placed \( z = 1.0 \) cm deep, but at various locations. The imaging studies were carried out using the Gen-1 imager, with the target located at \((x, 2.5, 1)\) cm, i.e., closer to a strong input source, \((4, 2.5, 1)\) cm, i.e., closer to a strong input source; and \((9, 2.5, 1)\) cm, i.e., closer to a weaker input source. The hollow black circle represents the true target location. All the plots are drawn to scale with respect to the max detected (and subtracted) intensity across the three experimental cases (for better comparison) and further normalized.

Table 3  Quantitative details of the detected target location, size and measurement errors for different experimental cases using the Gen-1 and Gen-2 imager.

<table>
<thead>
<tr>
<th>Imaging system</th>
<th>True target location [cm]</th>
<th>Detected target location [cm]</th>
<th>Distance off (cm)</th>
<th>Estimated target dia (cm)</th>
<th>Measurement errors (( \times 100 ))%</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Gen 1</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Case 1</td>
<td>(1.0, 2.0)</td>
<td>(1.0, 1.5)</td>
<td>0.5</td>
<td>1.23</td>
<td>0.002</td>
</tr>
<tr>
<td>Case 2</td>
<td>(4.0, 2.0)</td>
<td>(4.0, 1.5)</td>
<td>0.5</td>
<td>1.31</td>
<td>0.003</td>
</tr>
<tr>
<td>Case 3</td>
<td>(9.0, 2.0)</td>
<td>(1.5, 3.5)</td>
<td>6.7</td>
<td>1.04</td>
<td>0.002</td>
</tr>
<tr>
<td><strong>Gen 2</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Case 4</td>
<td>(2.0, 2.5)</td>
<td>(1.5, 2.5)</td>
<td>0.7</td>
<td>1.32</td>
<td>0.014</td>
</tr>
<tr>
<td>Case 5</td>
<td>(2.5, 2.0)</td>
<td>(2.5, 2.5)</td>
<td>0.5</td>
<td>0.77</td>
<td>0.006</td>
</tr>
<tr>
<td>Case 6</td>
<td>(4.0, 2.0)</td>
<td>(4.0, 2.5)</td>
<td>0.5</td>
<td>1.13</td>
<td>0.022</td>
</tr>
</tbody>
</table>

Figure 6  Two-dimensional surface contour plots of the differential absorption in the imaged region of a 10 x 10 x 10 cm\(^3\) cubical phantom (filled with 1% Liposyn), and a 0.45 cm\(^3\) absorption contrasted target (filled with 0.08% India Ink and 1% Liposyn solution) located at the same depth, but at various locations. The imaging studies were carried out using the Gen-1 imager, with the target located at \((a) [2,2.5,1]\) cm, i.e., closer to a strong input source, \((b) [4,2.5,1]\) cm, i.e., closer to a strong input source; and \((c) [9,2.5,1]\) cm, i.e., closer to a weaker input source. The hollow black circle represents the true target location. All the plots are drawn to scale with respect to the max detected (and subtracted) intensity across the three experimental cases (for better comparison) and further normalized.

The measurement error is dependent on the stability of the input source light, sensitivity of the detector (here ICCD camera), and other electronics during repeated measurements. From vast experimental studies and experience, it was observed that the sensitivity of the ICCD camera played a significant role in impacting the measurement errors. The Gen-1’s ICCD camera was a highly sensitive Gen-III image intensifier (FS9910, ITT Night Vision) optically coupled to a 16-bit CCD camera (PI-SCX, Princeton Instruments) and the Gen-2’s ICCD camera was a customized PI-MAX II (Princeton Instruments). From the specifications of the camera and their performance, the Gen-1’s ICCD camera was highly sensitive and consistently demonstrated lesser measurement errors over Gen-2’s camera, independent of the probe it was coupled to (i.e., Gen-1 or Gen-2 probe). In other words, while the ICCD camera predominantly affects the overall measurement errors during experimental studies, the effectiveness in improved target detectability is primarily due to the nature of the source strength distribution from the probes. Thus, the greater the uniformity in source strength distributions across the simultaneous multiple point sources, the better the probability to detect targets (as in the Gen-2 system). The measurement errors, although they don’t
The true target location. The contour plots (a) and (b) are normalized individually for better visual representation. The scale of the subtracted contour plot in (c) was converted to a positive scale and further normalized for distinctly visualizing the improved optical contrast from the unsubtracted image (b) right phantom with no target. The studies were performed using Gen-2 imager as a simultaneous bilateral imaging (of left and right phantoms) approach. The subtracted (left-right) and calibrated surface contour plot of differential transmission is shown in (c), with the black hollow circle representing the true target location. All the plots are drawn to scale with respect to the max detected (and subtracted) intensity across the three experimental cases (for better comparison) and further normalized.

Two-dimensional surface contour plots of the differential absorption in the imaged region of a $10 \times 10 \times 10$ cm$^3$ cubical phantom (filled with 1% Liposyn), and a 0.45 cm$^3$ absorption target (filled with 0.08% India Ink and 1% Liposyn solution) located at the same depth, but at various locations. The imaging studies were carried out using a single probe of the Gen-2 imager, with the target located at (a) $[1,2,5,1]$ cm, (b) $[2.5,2.5,1]$ cm, and (c) $[4,2,5,1]$ cm. The hollow black circle represents the true target location. All the plots are drawn to scale with respect to the max detected and (subtracted) intensity across the three experimental cases (for better comparison) and further normalized.

The subtracted (left-right) and calibrated surface contour plot of differential transmission is shown in (c), with the black hollow circle representing the true target location. The contour plots (a) and (b) are normalized individually for better visual representation. The scale of the subtracted contour plot in (c) was converted to a positive scale and further normalized for distinctly visualizing the improved optical contrast from the unsubtracted image [i.e., (a)].

appear to impact the target detectability in 2-D imaging studies, may have an impact during 3-D image reconstructions when incorporated into the inversion algorithm (e.g., Approximate Extended Kalman Filter, AEKF).

Thus the above studies have demonstrated the effectiveness of uniform source strength distribution on target detectability during near real-time surface imaging using the Gen-2 imager. Additionally, the smooth curvable Gen-2 probe head has yield improved surface area contact with respect to a curved phantom, causing direct excitation leakage due to poor surface contact, thus improving target detectability in 2-D imaging studies, and improved surface area contact with respect to the other, potentially improving the signal-to-noise ratio (SNR).

The fork-designed of the probe-head has the flexibility for unilateral or simultaneous bilateral imaging of both the breast tissues. In most cases, breast cancer is unilateral, allowing the noncancerous breast tissue as a reference to obtain an improved tumor-to-background (T:B) contrast. Additionally, any instrument effects are accounted for by referencing the images from one probe head with respect to the other, potentially improving the signal-to-noise ratio (SNR).
better differentiate target from background. In an actual breast tissue, heterogeneity of the breast tissues can warrant recovery of artifacts of varying contrast ratios with respect to tumor sites when the contralateral breast tissue’s image is used as the background for subtraction. Currently, work is carried out to overcome these artifacts by developing novel data postprocessing tools that can differentiate tumors from artifacts.

4 Conclusions
A Gen-2 hand-held optical imager was developed with significant improvements over the existing Gen-1 hand-held optical imager in our laboratory. The unique features of the developed Gen-2 hand-held optical imager include: (i) a compact, portable design, similar to an ultrasound device; (ii) a fork-designed flexible probe head(s) with ~86% surface contact onto different breast curvatures; (iii) A simultaneous illumination and detection setup at multiple point locations towards near real-time surface imaging of large areas; and (iv) A uniform illumination intensity distribution across multiple simultaneous point sources, allowing improvement in target detection. The fork-design of the probe with two head(s) has the flexibility for unilateral or simultaneous bilateral imaging of both the breast tissues. The fork-design also has the flexibility to be used together or independently in order to perform reflectance imaging as in an ultrasound approach (when the probe heads are placed next to each other), or can be used to perform compressed tissue imaging (when the two probe heads are placed opposite to each other) as in x-ray mammography. This flexibility to image reflected and/or transmitted (or transilluminated) signals will also allow in-depth and early-stage tumor diagnosis (as detected light from transmitted signals that pass through the entire depth of the imaged tissue).

Optical imaging would be clinically relevant for in vivo studies only when either fluorescence imaging is performed using single-wavelength approach, or when physiological properties (or blood flow contrast) are determined from multil wavelength approach. The focus of the above study was to demonstrate the effectiveness of improved instrumentation (Gen-2 over Gen-1 imager) towards improved 2-D target detectability during the single-wavelength CW imaging studies. In our ongoing efforts, the Gen-2 imager is modified to allow multil wavelength imaging as well such that the physiological properties or the blood flow details of the highly heterogeneous breasts can between differentiate tumor(s) from the background, towards clinical breast cancer imaging studies (both as a real-time 2-D imager and 3-D tomographic imager). In parallel, in vivo breast imaging studies are carried out to assess the effectiveness of simultaneous bilateral imaging in actual breast tissues towards tumor detection (initially at a single wavelength and later at multil wavelengths). Additionally, other ongoing studies are focused on implementing 3-D positional tracking devices onto the hand-held probe head(s), such that coregistered imaging and eventually 3-D tomographic imaging is possible using the Gen-2 imager.

Acknowledgments
The authors would like to acknowledge the funding support from NIH (R15CA119253), Coulter Foundation (Biomedical Translational Research Grant), and Department of Defense’s Pre-Doctoral Fellowship (from Breast Cancer Research Program) to one of the co-authors.

References